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SPRING VALLEY VILLAGE
POLICE DEPT 0. 16 ”
DATAMASTER dmt: 127106
Date: 02/17/2020 T [0 - L X . N P —— 28. 0
OPERATOR NAME: 0.12 — - b4
MATTHEW J BOWE : i ! : :
Permit #: 40643
Operator Agency/Dept: SPRING VALLEY PD 0. 20.
Reference Standard #: 19250
0, 6.
Nominal = 0.10 ¢/210L
0 = H 112
BLANK TEST 0.00 08:08
INTERNAL STANDARD VERIFIED 08:08 o o
REFERENCE STANDARD TEMP 34.01c :
REFERENCE STANDARD 0.09 08:08 ] ; ;
BLANK TEST 0.00 08:09 e R 4.
REFERENCE STANDARD TEMP 34.01c P ; ‘ ; ‘ :
REFERENCE STANDARD 0.09 08:09 o ool : , g ' : .
BLANK TEST 0.00 08:10 Ve ’-(:-, 5 l’\_‘, 1.5 20 JF 30“
REFERENCE STANDARD TEMP 34.01c 0.20 : : : : 40.
REFERENCE STANDARD 0.09 08:10 Alcahol (o 21600 : : :
BLANK TEST 0.00 08:11 0.18ff---~- Flow Rate(L/M) |- R  S— k6.0
0. 16 32.0
6'14 T . ............... 28.0
I B s . ST s . N —— g ——— 24.0
0,10+ 20.0
0.08 16.0
0.04 3.
0.02 4,
o.oo’/ 0.
0 25 30
0.20 : ; 40.0
Blooteol | g/ 2104}
0.18 Flevwe REGE(LIM) |semeswdnum s Lo e e steesgnonn 36.0
0,16~ 132+ 0
0.14 28.0
G.1z 24,0
2. 10 20.0
0.08- 16.0
0.06 12.0
0.04
0,02 4.
0. 001 0.
0 20 25 30



